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Abstract
Objective
Rheoencephalography is a simple and inexpensive technique for cerebral blood flow
assessment, however, it is not used in clinical practice since its correlation to clinical condi-
tions has not yet been extensively proved. The present study investigates the ability of Poin-
care´ Plot descriptors from rheoencephalography signals to detect apneas in volunteers.
Methods
A group of 16 subjects participated in the study. Rheoencephalography data from baseline
and apnea periods were recorded and Poincare´ Plot descriptors were extracted from the
reconstructed attractors with different time lags (τ). Among the set of extracted features,
those presenting significant differences between baseline and apnea recordings were used
as inputs to four different classifiers to optimize the apnea detection.
Results
Three features showed significant differences between apnea and baseline signals: the
Poincare´ Plot ratio (SDratio), its correlation (R) and the Complex Correlation Measure
(CCM). Those differences were optimized for time lags smaller than those recommended in
previous works for other biomedical signals, all of them being lower than the threshold
established by the position of the inflection point in the CCM curves. The classifier showing
the best performance was the classification tree, with 81% accuracy and an area under the
curve of the receiver operating characteristic of 0.927. This performance was obtained
using a single input parameter, either SDratio or R.
Conclusions
Poincare´ Plot features extracted from the attractors of rheoencephalographic signals were
able to track cerebral blood flow changes provoked by breath holding. Even though further
validation with independent datasets is needed, those results suggest that nonlinear
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analysis of rheoencephalography might be a useful approach to assess the correlation of
cerebral impedance with clinical changes.
Introduction
Continuous monitoring of cerebral blood flow (CBF) is critical as it reflects the amount of
blood provided to the brain and therefore the amount of oxygen that reaches this organ. An
insufficient or excessive perfusion can have deleterious effects in patient’s health and for this
reason continuous CBF monitoring could increase patient safety.
Zauner and Muizelaar [1] described the characteristics of the ideal CBF monitor stating
that it should provide quantitative information, high spatial resolution, continuous measure-
ments, have no influence on normal brain function, represent none or minimal risk for the
patient, be cost-effective and suitable for clinical settings. Several monitors are currently avail-
able in clinical practice for CBF monitoring but they present limitations since some of the
most accurate ones are either invasive or expensive.
Among the existing methods for CBF monitoring, rheoencephalography (REG) is one of
the most cost-effective solutions but it is not used in clinical practice because reported results
have not been able to provide clear correlations to clinical scenarios [2]. REG is an explorative
method of cerebral circulation based on the measurement of electrical impedance through the
scalp, which allows a continuous observation of the blood flow in different cerebral regions.
The principle of this method is based upon the fact that blood is a good electrical conductor
therefore any increase in blood volume will lead to a reduction of the brain electrical resistance
and this will be reflected in a decrease of REG pulse amplitude given a constant current.
REG signals have traditionally been analyzed by assessing the geometrical properties of the
blood pulse waves in the time domain, such as the duration of the anacrotic phase of the pulse,
the maximum and minimum amplitudes, the slope and the area under the curve [3,4]. The
main limitation of REG data processing is the existence of artifacts, such as respiration or
movements, differences in tissue conductivity, and the lack of absolute measurements of CBF,
due to the fact that REG only provides information on relative changes in blood flow. Despite
these facts, since it is a non-invasive and very low cost technique, it is still attractive for
researchers [2]. REG was extensively used during the 1960s and 1970s but its popularity
decayed because the provided results were non-conclusive from a clinical viewpoint. Nowa-
days, with more precise electronics, software capabilities and newer methods for CBF assess-
ment such as image based techniques, which are very expensive but can be used as a reference
for validation purposes, investigations on REG are beginning to show signs of uptake once
more. [5].
One strategy used to evaluate CBF measurements consists of continuous assessment of
blood flow during the execution of respiratory challenges known to modify the CBF. For
example, episodes of apnea or breath holding reduce the amount of oxygen in blood and there-
fore partial CO2 pressure increases provoking increases in CBF. Kastrup et al. [6] quantified
the effect of an apnea procedure in regional CBF measured with magnetic resonance imaging
and, on average, found a regional CBF increase of 47–87%, dependent on apnea duration.
Increasing inhaled CO2 [7] is an alternative method that can be used to provoke changes in
CBF that has also been widely used though its implementation is far more complex since it
requires controlled CO2 inhalation.
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The challenges described would cause changes in cerebral perfusion however CBF is
affected by additional factors. Biological signals are known to be controlled by central nervous
system oscillators that make them complex, causing some irregular patterns [8]. Nonetheless,
some underlying well determined behavior exists. These signals could probably be better char-
acterized by dynamic nonlinear analysis instead of using standard linear time series signal pro-
cessing techniques.
One nonlinear technique used to study beat to beat intervals is the method of delayed coor-
dinates for state-space analysis, the so-called Poincare´ plot. Dimitriev et al. [9] analyzed by
means of nonlinear dynamics based on Poincare´ plots how the state of anxiety affected heart
rate variability. Voss et al. [10] have previously published on the effects of age and gender in
short-term heart rate variability analyzed with Poincare´ plots among other features and Ebra-
himzadeh [11] explored the prediction of sudden cardiac death based on complexity analysis.
Other biological signals have been studied by means of Poincare´ plots. Hayashi [12] related the
delayed coordinates map to changes provoked by anesthesia in the electroencephalograph
(EEG). Xiong et al. [13] explored the ability of Poincare´ plots from electromyogram (EMG) to
reflect facial paralysis and Son et al. [14] studied regularity in respiratory signals using this
same technique.
Hoshi et al. [15] used standard descriptors of Poincare´ plot analysis to distinguish between
healthy subjects and patients suffering coronary disease, concluding that the SD1/SD2 index
provided useful information for that purpose. Even though some features extracted from Poin-
care´ plots are known to be highly correlated to linear time domain information [16], some oth-
ers reflect nonlinear behaviors, complementing the diagnosis capabilities of heart rate
variability signals, such as the SD1/SD2 parameter or the Complex Correlation Measure [17].
Poincare´ Plot Analysis is typically applied with a time lag of 1 sample, therefore plotting the
original signal versus its 1 sample delayed version. Several publications have explored the pos-
sibility of using different time lags to build the Poincare´ plot. Since consecutive samples are
highly correlated, when a lag of 1 sample is used, data are concentrated on the identity line.
Increasing time lags would spread the data points over the Poincare´ plot, because there is less
correlation between lagged samples [18,19].
Brennan et al. [16] discussed the effects of lagging the Poincare´ plots, showing that those
lagged plots characterize the autocovariance function, yet there is no consensus on which lags
should be used [20]. Lerma et al. [21] determined that a lag of 4 heart beats would optimize the
detection of changes in heart rate variability due to hemodialysis in chronic renal failure
patients, while Thakre and Smith [19] stated that a heartbeat can only influence up to the next
6 to 8 beats and therefore higher lags would not be suitable for those applications. Therefore,
lags lower than 10 are typically used for RR intervals [20].
Contreras et al. [22] used lagged Poincare´ plots and assessed the correlation between the
spectral features (HF and LF) and the SD1 parameter, concluding that the value of those corre-
lations was different healthy and pathological heart rate variability signals. Lagged plots were
also used by Goshvarpour [18] to analyze heart rate during mediation, detecting an increase in
the SD1 parameter for increasing lags up to 6 beats which reflects the transition between cigar-
shaped plots for the smallest lag to a cloud of points with the largest ones.
The preesent paper focuses on the analysis of the dynamics of REG signals through lagged
Poincare´ plots aiming at understanding underlying nonlinear behavior and identifying how
those dynamics can assess physiological changes affecting the system. Since CBF is modulated
by several physiological conditions, applying nonlinear analysis could be a very promising
tool for improving clinical information extracted from REG. The analysis herein proposed is
therefore based on the method of delayed coordinates for state-space analysis since, to the
extent of the knowledge of the authors, it has not been used for REG data processing. A simple
Poincare´ of CBF signals for apnea detection
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respiratory challenge, apnea, was used to explore REG capability to reflect CBF changes and to
analyze nonlinear dynamics in REG signals. Results obtained from this analysis were com-
pared to the ones provided by standard analysis using the geometrical properties of the pulses.
Finally, four different classifiers were applied to the Poincare´ plots extracted features to explore
the possibility of predicting apneas using information on the nonlinear dynamics of REG
signals.
Database
Participants were 16 healthy volunteers aged 25.4 ±3.6 years, 59.6 ± 6.8 kg weight and 166.9
±8.3 cm height, including 8 males and 8 females. Four pre-gelled standard Ag/AgCl ECG elec-
trodes were placed on the subject temples as shown in Fig 1, two electrodes (red and yellow),
one on each temple, were used to send a constant 50kHz current through the scalp while the
other pair of electrodes (green and black) were responsible for measuring the output voltage at
a sampling rate of 250Hz. Since current is constant, this voltage reflects the effects of imped-
ance changes in the brain caused by variation of blood flows. The qCO monitor (Quantium
Medical, Barcelona, Spain) was used to monitor the cerebral bioimpedance signal (REG) for
cerebral blood flow (CBF) estimation.
The subjects were monitored in supine position for 8 minutes repeating twice the sequence
of 3 minutes at rest followed by 1 minute of breath holding. Subjects were asked to avoid talk-
ing, movements and blinking, since those would provoke artifacts. Apneas were planned to
stand for 1 minute however volunteers were instructed to stop earlier if needed and raise their
hand to communicate to the investigator that the apnea period was over. All subjects were
informed about the study and gave their written informed consent prior to participation. This
observational study was conducted under approval of the Institutional Review Board and Eth-
ics Committee of Hospital CLINIC de Barcelona (2013/8356) and adhered to the Declaration
of Helsinki.
Methodology
Signal preprocessing
The collected REG signals were pre-processed. REG recordings were high-pass filtered using
4th-order Chebyshev type II, with 0.1 Hz stop band frequency to eliminate DC fluctuations and
high-pass filtered using 8th-order Chebyshev type II, with 20 Hz stop-band frequency to avoid
electrical noise interferences. Since filtered signals could still be affected by artefacts, REG sig-
nals were visually inspected and sequences with at least 16 consecutive seconds free from inter-
ferences were selected within each recording. A total of 53 REG sequences of 16 seconds each
free of artefacts were extracted from the 16 volunteer recordings, 29 from apneas and 24 from
baseline periods. Fig 2 shows a filtered waveform of a REG signal from an apnea period.
Analysis of REG pulse wave geometry
The classical methods used to assess CBF by means of REG signals rely on the analysis of the
geometry of the pulse waves. The ability of those methods to distinguish between apnea and
baseline signals was studied. For that purpose, minimums and maximums of each pulse wave
and their respective derivatives were automatically detected, and the following features were
calculated for each signal in the dataset: maximum and minimum pulse amplitudes (Max and
Min), amplitude range of the pulse (Range), time between two consecutive maximums
(Δtmax), time between two consecutive minimums (Δtmin), time between each minimum and
the following maximum (Δtmin-max), the slope of the pulse during this interval (α), the area
Poincare´ of CBF signals for apnea detection
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under the curve (Area), the maximum derivative (δmax) and the range of the derivative
(δrange). In each case, to reduce the effect of possible outliers, the median values for all the
pulses belonging to each recording was used as a reference. Fig 3 shows the graphical represen-
tation of those parameters to be extracted from each sequence.
Fig 1. Electrodes placement for cerebral bioimpedance recordings to measure cerebral blood flow.
https://doi.org/10.1371/journal.pone.0208642.g001
Fig 2. Waveform of a filtered REG signal of an apnea segment.
https://doi.org/10.1371/journal.pone.0208642.g002
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Results obtained for both apnea and baseline signals were tested for its ability to detect
apneas, by means of hypothesis testing, considering significance for p-values<0.05.
Poincare´ plot analysis
Taken’s theorem [23] states that the attractor of a dynamical system can be reconstructed as a
state-space representation for a specific time delay (τ) and embedding dimension (m). This
attractor, X(t), can therefore be specified as:
XðtÞ ¼ ½xðtÞ xðt þ tÞ xðt þ 2tÞ . . . xðt þ ðm   1ÞtÞ� ð1Þ
Even though the attractor of a given system might have a high embedding dimension, the
analysis of reconstructed attractors on two dimensions has been used extensively to character-
ize biomedical signals, such as heart rate variability, and has proven to provide relevant infor-
mation [21,24,25]. In this case, Eq (1) can be simplified as:
XðtÞ ¼ ½xðtÞ xðt þ tÞ� ð2Þ
Two-dimensional Poincare plots were constructed from the 16-second REG sequences.
Each Poincare´ plot is generated with the x-axis representing the REG signal (REG(t)) and the
y-axis representing the REG signal after a specified time delay τ (REG(t + τ)), where the length
of the series is N and t moves from 1 to N-τ. The time lag τ to be applied to the signal samples
to build the Poincare attractor is commonly defined by these criteria:
• 1/4 or 1/5 of the dominant cycle period (T) of the signal [26]
• First local minimum of the auto-mutual information function (AMIF) [27]
Fig 3. Geometric features extracted from REG pulse waves.
https://doi.org/10.1371/journal.pone.0208642.g003
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• First zero crossing of the autocorrelation function (ACF) [28]
• First value for which the normalized autocorrelation function has a decay of 1/℮ [28].
• First sign change of the second derivative of the autocorrelation function [29]
• 1/10 to 1/20 of the first local minimum of the autocorrelation function [30]
The choice of the time lag τ is critical, since very low values would not allow the attractor to
expand, with a majority of points laying on the diagonal line [31], while very large values of τ
would cause deformations of the attractor due to the fact that pairs of samples would be uncor-
related [27] [29]. Since no previous work has been done on the analysis of REG attractors, a
wide range of τ values was used, from 1 up to the maximum of the above listed criteria, to pro-
vide the maximum possible information relating to the dynamics hidden in REG signals.
To generate more quantitative information on the distribution of REG signals in the Poin-
care plots, several features were extracted from the reconstructed attractor characterization.
Two of these features are considered the standard descriptors of Poincare´ plots, being named
SD1 and SD2. They are obtained by defining a new set of perpendicular axis (x1 and x2 in Fig
4), x2 following the identity line and therefore rotating the axis 45˚ and fitting an ellipse to the
plot as shown in Fig 4. Features SD1 and SD2 are defined as the standard deviation of the dis-
tance along the axis x1 and x2 respectively, and lay on the axis of the fitted ellipse having half
its size [16,26,32–34]. They are computed following the Eqs (3) and (4), where var is the vari-
ance.
SD1 ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
var
REGðtÞ   REGðt þ tÞ
ffiffiffi
2
p
� �s
ð3Þ
SD2 ¼
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
var
REGðtÞ þ REGðt þ tÞ
ffiffiffi
2
p
� �s
ð4Þ
Short term variability is reflected by SD1 while SD2 reflects both, long and short-term vari-
ability. Moreover, the area (A) of the ellipse (Eq (5)) has also been considered since it provides
a measure of the total variability of the attractor [33].
A ¼ p SD1 SD2 ð5Þ
The ratio of SD1/SD2 was also used as a parameter (SDratio) to measure the changes in the
scatter patterns. Hayashi et al. [26] proposed this technique as a useful tool for depth of anes-
thesia assessment by means of Poincare´ plots as this ratio reflects the degree of linearity
included in the processed signal.
Correlation measures are also proposed to characterize the shape of the Poincare´ plots. Eq
(6) shows the correlation measure (R) [16], in which E [] is the expected value of the time series
and   REG the average value of the REG(t) time series.
R ¼
E½ðREGðtÞ   REGÞðREGðtþ tÞ   REGÞ�
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
E½ðREGðtÞ   REGÞ2�E½ðREGðtþ tÞ   REGÞ2�
q ð6Þ
Another correlation descriptor considered is the Complex Correlation Measure (CCM)
[35]. Its computation identifies all possible sets of three consecutive attractor points of the
Poincare´ plot and the area of the triangle they define is calculated (Fig 5). In cases where all
three points are aligned, the area is considered to be zero. The purpose of analyzing sets of
Poincare´ of CBF signals for apnea detection
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three points in this way is that the descriptor will integrate information from different time
lags and instead of reflecting just the overall variance as with SD1 and SD2, it will integrate
temporal information as well. CMM is computed as indicated in Eq (7), where N is the num-
ber of points in the Poincare´ plot, An is a normalization constant equivalent to the ellipse area
(An = π�SD1�SD2), τ is the time lag of the Poincare´ plot and M(i) is the matrix including the
coordinates of the three points from each subset whose determinant is the area of the triangle
formed by them.
CCMðtÞ ¼
1
AnðN   2Þ
XN  2
i¼1
kMðiÞk ð7Þ
Statistical analysis and classification procedure
The features extracted from each constructed 2D-Poincare´ plot by varying the τ value were
SD1, SD2, SDratio, SDarea, R and CCM. A statistical analysis was performed to select τ values
that allow 2D-Poincare´ plot features to statistically distinguish between signals belonging to
apneas and resting periods. Hypothesis testing was applied using student t-test for normal
Fig 4. SD1, SD2 and ellipse fitting of a rheoencephalographic (REG) signal.
https://doi.org/10.1371/journal.pone.0208642.g004
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distributions and Mann-Whitney test for non-normal distributions verified by the Kolmogo-
rov–Smirnov test. Significant statistical level was set at p-value<0.05 and Bonferroni correc-
tion (p-value<0.025) was applied. The ability of the extracted features to distinguish between
apnea and baseline periods were further assessed by means of sensitivity, specificity, area
under the curve (AUC) of the receiver operating characteristic and accuracy.
Several algorithms were applied to the features extracted from REG signals, under the scope
of classifying them as apneas or baseline recordings. Among all the models available, the pres-
ent study focuses on logistic regression, naïve Bayes, support vector machines (SVM) and deci-
sion trees. While logistic regression aims at estimating the probability of belonging to a
defined class, based on the values of one or more predictors, naïve Bayes maximizes the a pos-
teriori probability by applying the Bayes’ theorem, assuming independence among predictors
[36]. The logistic regression classifier used in this work is based on a binomial distribution
while naïve Bayes was implemented using a Gaussian kernel. Decision trees are based on the
classification and regression trees (CART) algorithm [37]. In those algorithms a prediction
tree model is built in which each internal node evaluates conditions on predictors, branches
represent the output of those evaluations and leaves indicate the class to be assigned to a set of
attribute values. Finally, SVM [38] techniques aim to represent attributes in a typically high
dimensional space in which data points belonging to different classes are separated, as far
apart as possible. When new inputs are represented in the space, their position in the defined
Fig 5. Example of the application of the Complex Correlation Measure (CCM) algorithm in a subset of 5 data points.
https://doi.org/10.1371/journal.pone.0208642.g005
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hyperplane will define the class they belong to. SVM classifier was implemented with a linear
kernel and Sequential Minimal Optimization algorithm as presented in [39].
The four developed classifiers were validated using the leave-one-out strategy. The metrics
used to assess the performance of each classifier and compare the results among them were
AUC and accuracy.
Results
REG pulse waves geometry
Results obtained for the features extracted from the REG pulse waves and their derivatives are
summarized in Table 1. Even though some differences can be found between apnea and base-
line recordings, none of the selected parameters showed the ability to distinguish between
both with statistical significance.
Poincare´ plot analysis and extracted features
The dominant cycle period of the REG recorded signals, the auto-mutual information and
autocorrelation were computed to determine the range of τ values to be used in the reconstruc-
tion of the attractors following the criteria previously listed. The average period of REG signals
was 0.99 ± 0.12s (mean ± standard deviation), equivalent to 246.9 ± 30.8 samples. No differ-
ences were detected between periods of apnea and baseline signals (p-value = 0.345). All values
presented for each criterion used for τ calculation are presented in Table 2. On average, the
highest τ is provided by the recommendation based on ¼ of the period (61.7 ± 7.7 samples)
and therefore the range of τ values used was from 1 to 70 samples (from 0.004 to 0.28 s).
Attractors were reconstructed for every signal and τ value. The two-dimensional Poincare´
plots for a baseline and apnea REG signal built for τ = 5, τ = 10 and τ = 70 samples are shown
in Fig 6. While low τ values seem to preserve the attractor shape, for τ = 70 samples the
attractor looks deformed.
From the reconstructed attractors, the defined Poincare´ plot features (SD1, SD2, SDratio,
SDarea, CCM and R) have been calculated for every selected segment and every time lag, and
their ability to separate apnea from baseline signals has been assessed through hypothesis test-
ing. The evolution of all parameters, as a function of the chosen time lag τ, for both apneas and
baseline can be observed in Fig 7.
SD1 shows a curvilinear increase as τ increases (Fig 7a) for both apneas and baseline peri-
ods, presenting higher values in apneas for low τ values and reversing this behavior for τ values
above 40 samples. The behavior of SD2 is the opposite (Fig 7b), decreasing as τ increases, pro-
viding higher values for baseline periods for all tested τ values. None of those features show sig-
nificant differences between the apnea and baseline groups.
SDarea, which is a composite measure of SD1 and SD2 (Fig 7c), increases with an exponen-
tial pattern while τ increases and provides higher values for the baseline group, even though
differences are not significant. However, SDratio (Fig 7d) is also a composite feature and
shows significant differences between apnea and baseline periods for τ up to 53 samples,
resulting in higher values for the apnea group.
The values of parameter R have an opposite behavior when compared to SDratio (Fig 7e),
decreasing as τ increases, with the baseline group showing higher values than the apnea group.
These difference were significant for all τ lower than 49 and τ = 53. Finally, observing the evo-
lution of the values of the parameter CCM, it can be stated that they are higher in apnea group
than baseline group with p-value <0.05 for all range of the analyzed time lags.
Among all tested features, three have shown to be capable of distinguishing between apneas
and baseline data for several tau values: SDratio, R and CCM. The features R and SDratio
Poincare´ of CBF signals for apnea detection
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showed statistically significant differences between groups for τ values below 50 samples,
showing the lowest p-value for τ equal 2 and 3 samples (p-value = 7.01�10−5). CCM showed
significant differences between groups for all τ values, presenting its minimum value for τ = 13
samples (p-value = 0.00012).
Fig 8 illustrates the comparison between the τ values for which the extracted features were
significant (Fig 7) with those τ theoretical values presented in Table 2. It can be observed that
R and SDratio are statistically different for τ values lower than 50 samples, while CCM is sig-
nificant for all range with lower values between 10 and 20. It should be noted that for the first
six proposed theoretical criteria (1/20 and 1/10 of the first local minimum of the autocorrela-
tion function, the first sign change in its second derivative, the first local minimum of the auto-
mutual information, a decay of 1/ of the autocorrelation and 1/5 of the signal dominant
period) the three extracted features remain significant, since when using the criterion of 1/5 of
the period all p-values are below 0.025.
Correlations were performed between features that were statistically significant (Fig 9).
Pearson’s correlation was applied to the full dataset including SDratio, CCM and R values
from all subjects and all time lags (i.e. resulting in 3710 data points in each case). Since their
definitions are quite similar both SDratio and R showed a high correlation (ρ = 0.965, p-
value<0.001) although not linear. As can be observed in Fig 9c. CCM showed lower correla-
tions with both SDratio and R.
The parameters that showed positive results were analyzed by means of computing their
sensitivity, specificity and AUC. Fig 10 shows the sensitivity and specificity for SDratio, R and
CCM features in the time lag values for which they showed statistical significant levels. Both
SDratio and R provide a high specificity but very low sensitivities, typically below 60% and
with higher values for low τ, for which it can be observed that SDratio shows better
Table 1. Results (average for apnea and baseline and obtained p-value).
Parameter Units Apnea Baseline p-value
mean std mean std
Max O 0.041 0.014 0.045 0.017 0.356
Min O -0.051 0.017 -0.054 0.018 0.523
Range O 0.092 0.028 0.099 0.033 0.376
Δtmax samples 238.7 22.1 254.9 43.3 0.084
Δtmin samples 242.1 23.2 248.6 38.8 0.455
Δtmin-max samples 52.9 27.4 60.6 24.8 0.217
α a.u. 0.002 0.001 0.002 0.001 0.406
Area O.s 12.4 4.8 13.5 4.9 0.446
δmax O/s 0.006 0.002 0.005 0.002 0.272
δrange O/s 0.007 0.002 0.007 0.002 0.145
https://doi.org/10.1371/journal.pone.0208642.t001
Table 2. Tau values (in samples) calculated from the REG signals following the criteria recommended in literature.
1/4 of the
period
1/5 of the
period
1st Relati-ve min of
AMIF
1st zero of
ACF
1/ decay of
ACF
2nd deriva-tive of ACF
sign change
1/10 of 1st local
min ACF
1/20 of 1st local
min ACF
Mean 61.7 49.4 34.2 58.4 36.5 19.0 12.0 5.98
Std 7.70 6.16 11.6 14.3 9.73 9.63 3.15 1.57
Min 38.5 30.8 16.0 20.0 14.0 10.0 3.40 1.70
Max 76.9 61.5 70.0 91.0 56.0 49.0 17.5 8.75
Mean, standard deviation (std), min and max values are provided for each criterion.
https://doi.org/10.1371/journal.pone.0208642.t002
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performance. CCM shows better sensitivity and specificity, showing a peak of 90% specificity
for τ between 10 and 20, and maximal sensitivity for τ lower than 10.
For all three, the best performances are detected for very small τ values (lower than 5 sam-
ples), lower than the ones proposed in the literature for other physiological signals shown in
Table 2, the closest approximation being a time lag corresponding to 1/20 of the first local min-
imum of the autocorrelation function.
Fig 11 presents the AUC computed for each parameter and each time lag τ. Both SDratio
and R provide the best results, with values higher than 0.8 for low τ values (τ< 5 samples) and
decreasing when τ increases. Even though CCM also offers its best AUC values for low time
lags, it does not show such a monotonic decreasing behavior and remains significant for all τ.
As previously seen in the analysis of the obtained p-values, SDratio (Fig 7d) and R (Fig 7e) pro-
vide optimal results for τ values lower than the ones recommended in the literature (Table 2)
while the best performance of CCM takes place for τ values consistent with 1/10 of the first
local minimum of the autocorrelation function and the first sign change in its second
derivative.
Classification results
Four different classifiers were tested to assess the possibility of predicting the type of signal
(baseline or apnea), considering the information provided by the analysis of Poincare´ Plots. A
feature selection algorithm, Relief [40], was used to identify the most discriminant features to
Fig 6. Poincare´ plot reconstruction of apnea and baseline signals. Apnea signal (a,b,c) and baseline signal (d,e,f) for different time
lags: τ = 5 samples (a,d), τ = 10 samples (b,e) and τ = 70 samples (c and f).
https://doi.org/10.1371/journal.pone.0208642.g006
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Fig 7. Comparison of the results obtained for apnea and baseline periods (median values, interquartile range and statistical
significance) of all tested features in function of the time lag τ. (a) SD1; (b) SD2; (c) SDarea; (d) SDratio; (e) R; (f) CCM. Grey
solid color corresponds to statistical significance level of p-value<0.025.
https://doi.org/10.1371/journal.pone.0208642.g007
Fig 8. Statistical significance levels (p-value) for SDratio, CCM and R, as a function of the time lag τ when comparing apnea
and baseline segments. R and SDratio curves are overlapped for almost all values. The dotted horizontal black line shows
significance when applying Bonferroni correction. Vertical lines indicate the different criteria commonly used to determine τ.
https://doi.org/10.1371/journal.pone.0208642.g008
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be considered as inputs to the classifiers. Fig 12 shows the weights provided by the Relief algo-
rithm for each possible input and τ value.
SDratio, R and CCM were the parameters for which the Relief algorithm provided a higher
weight and therefore the ones selected as input candidates for the classification model. Each
classifier was trained using as inputs all the combinations between the three selected features
(SDratio, R and CCM) for each time lag τ. However, since R and SDratio are highly correlated,
combinations including both inputs were not considered in the classification process. The
results for each of the classifiers with AUC higher than 0.8 and accuracies of at least 80% are
summarized in Table 3.
The classification tree showed the best performance, followed by SVM and logistic regres-
sion. Naïve Bayes classifier did not provide any results with both accuracy and AUC above the
established threshold. The logistic regression classifier provided its best results when inputs
were single parameters, either SDratio or R, and for very low τ values, with equal performance
for both but a slightly wider τ range for SDratio. Using the SVM method, SDratio and R as
inputs optimized the classification strategy with wider τ ranges than logistic regression. A two
inputs model based on SDratio and CCM also showed good performance despite being
restricted to a single τ value. It is important to note that despite the high correlation between R
and SDratio, the AUC and accuracy of the classifiers are affected using SDratio or R, since
using R and CCM as inputs for the SVM classifier did not provide positive results.
Fig 9. Correlations between R, CCM and SDratio. (a) R and CCM, (b) SDratio and CCM, and (c) CCM and R.
https://doi.org/10.1371/journal.pone.0208642.g009
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The classification tree outperformed the other methods, reaching an AUC of 0.927 for τ = 5
when inputs were either R or SDratio, and an AUC of 0.889 when two inputs were used. It can
be observed that for this classifier, τ ranges are very narrow and that including the information
of the CCM features does not improve the classification results.
Discussion and conclusions
In this work we have shown that several features extracted from Poincare´ plots differ from
REG signals extracted from baseline and apnea periods (SDarea, R and CCM). When com-
pared to the performance of the classical parameters based on REG pulse wave geometry, Poin-
care´ related features outperformed the former ones since none of the geometric time domain
features showed the ability to detect apneas.
Different time lags (τ) have been tested in Poincare´ Plot analysis; lower values optimized
the detection of apnea periods both when either a) using single parameters or b) a set of
parameters as inputs for classification algorithms. No previous work has been found on the
delayed coordinates state-space representation for REG signals therefore results have been
compared to the ones provided in publications based on other biological signals, namely heart
rate variability. As published by Lerma et al. [21], increasing the time lag should increase SD1,
decrease SD2 and therefore increase SDratio. Our findings support these trends for the three
descriptors of the reconstructed attractor, showing a curvilinear increase for SD1, a curvilinear
decrease for SD2 and a linear increase for their ratio (SDratio). Although SD1 and SD2 did not
show any statistically significant differences among apnea and baseline groups, their ratio
Fig 10. Sensitivity and specificity of apnea and baseline classification as a function of the time lag values (τ). (a) SDratio, (b)
R and (c) CCM.
https://doi.org/10.1371/journal.pone.0208642.g010
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Fig 11. AUC of the receiver operating characteristic for SDratio, CCM and R, as a function of the time lag. AUC
for R and SDratio are overlapped.
https://doi.org/10.1371/journal.pone.0208642.g011
Fig 12. Weights provided by the Relief algorithm for each extracted feature and τ value.
https://doi.org/10.1371/journal.pone.0208642.g012
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(SDratio) was able to distinguish between both for τ lower than 53 samples (0.21s). It is notice-
able that the SDarea descriptor, which integrates SD1 and SD2 information, evolves in an
exponential fashion as τ increases but shows no significant differences between groups. The
correlation parameter R, having a definition very close to SDratio and showing a negative cor-
relation close to -1, has the opposite behavior when τ increases, keeping the statistical signifi-
cance for almost the same τ range.
The CCM feature was also computed for all the reconstructed attractors, showing a mono-
tonic decrease for τ up to 20 samples and a stable value for higher time lags. It demonstrated
the ability to distinguish (with statistical significance) between groups for all tested τ values.
Karmakar et al. [35] showed that CCM outperformed SD1 and SD2 when applied to heart rate
variability signals used to identify arrythmia and congestive heart failures, due to the fact that
CCM quantifies the underlying temporal dynamics of the system which are not considered in
the definition of the standard Poincare´ features. They concluded that a decrease in CCM indi-
cates increased regularity and decreased variability in the signal. In this work, CCM provides
better results than SD1 and SD2 when used as a predictor for apneas, but SDratio offers even
lower p-values in the hypothesis testing. Therefore, short term (SD1) and long term (SD2) var-
iability are not affected by apneas in a significant manner, but their ratio and CCM value are,
which could be interpreted, following Karmakar’s conclusions, as an increased regularity and
less variability present in baseline signals.
The significance level of SDratio, R and CCM depends on the time lag used for the attractor
reconstruction as shown in Fig 8. The τ values for which the differences among apnea and
baseline groups were optimized were compared to the criteria traditionally used for the time
lag determination (summarized in Table 2). All those criteria aim at defining a time lag for
which the signal samples are still correlated or, in other words, the correlation width [29]. The
results from this work show that low τ values provide the best ability to differentiate between
apneas and baselines and that for high values, as illustrated in Fig 6 and discussed in other pub-
lications [27], the attractor deformation occurs. This suggests that the τ range used (1 to 70
samples) is too wide and that higher τ, instead of further unfolding the attractor, result in a
deformation of its underlying structure.
The time lags for which SDratio, and R are optimal are included in the set of τ values rec-
ommended in the literature when using 1/20 of the first relative minimum of the correlation as
the reference criteria. For CCM the best performance is achieved for τ values closer to 1/10 of
the period. Other methods usually applied in literature for other physiological signals propose
a set of τ values that would not be suitable for this application. This suggest that those criteria
might need to be reviewed for REG signals since the work herein presented indicates that they
Table 3. AUC and accuracy values for the best model of each classifier when classifying apnea and baseline segments.
Input Variables Time lag τ
(samples)
AUC
(mean ± std)
Accuracy (%)
(mean ± std)
Logistic regression SDratio 3� τ� 8 0.814 ± 0.004 81.1 ± 0
R 4� τ� 5 0.814 ± 0.001 81.1 ± 0
Support Vector Machine SDratio 3� τ� 13 0.813 ± 0.003 81.1 ± 0
R 3� τ� 7 0.815 ± 0.004 81.1 ± 0
SDratio and CCM τ = 3 0.813 ± 0 81.1 ± 0
Classification Tree SDratio τ = 5 0.927 ± 0 81.1 ± 0
R τ = 5 0.927 ± 0 81.1 ± 0
SDratio and CCM 3� τ� 5 0.889 ± 0.006 81.1 ± 0
R and CCM 3� τ� 5 0.889 ± 0.006 81.1 ± 0
https://doi.org/10.1371/journal.pone.0208642.t003
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contain useful clinical information, but it is not available, or maximized, by the same time lags
commonly accepted for other applications.
Besides the possibility of using 1/10 or 1/20 of the first minimum of autocorrelation func-
tion as the range of τ values to be investigated, the evolution of the CCM parameter over the
different time lags suggests that CCM could be a useful reference to determine the maximum τ
value for which the system should be tested. The trend of CCM as a function of τ (Fig 7f)
clearly shows a first stage in which CCM decreases monotonically until a plateau is reached in
both apnea and baseline signals. This inflection point in CCM could be interpreted as the loss
of correlation between the signal and its delayed version, presenting CCM as a suitable crite-
rion to identify the range of τ values useful for this application. Furthermore, the inflection
point in the CCM trend is consistent with the second derivative sign criteria presented in
Table 2 (τ = 19), indicating that optimal range within the 1 to 70 samples interval for all studies
parameters is delimited by this upper threshold. Instead of targeting a specific τ value for Poin-
care´ plot analysis, this work suggests that an interval of time lags should be used, which con-
firms Lerma’s findings [21], and that this interval could be limited by the inflection point
observed in the CCM parameter.
The classification tree showed the best performance, followed by logistic regression and
SVM. Naïve Bayes classifier did not provide any results with enough accuracy and AUC, sug-
gesting it is not suitable, at least when using a Gaussian kernel, for this application. The best
results for each classifier were obtained when using either SDratio or R as single inputs. Even
though CCM as a single parameter was proved to be different among both groups, its use as
input for the classifiers in combination with SDratio (or R) does not improve the results for
any τ value. The behavior of all classifiers was optimal for low τ values (between 3 and 13) with
SDratio providing good results for a wider range of τ. As previously discussed, higher τ values
do not provide suitable accuracy and AUC values. This can be explained by the deformation
suffered in the reconstructed attractors with elevated time lags.
Two limitations deserve special attention: the reduced sample size and the inexistence of
previous results to compare against. Regarding the reduced sample size: while available data
are large enough for determining relevant features to distinguish between apneas and base-
lines, the proposed dataset might compromise the performance of classifiers and its compari-
son. As previously published [41], AUC calculations present high deviations for small sample
sizes and therefore comparisons may be inaccurate. Moreover, the set of inputs for the classifi-
ers have always been restricted within this publication to the features computed for a specific
time lag because the available data were insufficient to increase the number of attributes to
include. For example, features obtained with different time lags in the same classifier.
The second main limitation is related to the inexistence of previous results which does not
allow comparison between the presented findings with other research outcomes of REG sig-
nals. However, since information related to REG changes has been obtained by means of fea-
ture extraction from the Poincare´ plot analysis, the findings indicate that this topic deserves a
deeper look with an extended and independent database to validate the models herein pre-
sented. Furthermore, since REG signals for apneas and baseline periods have shown to present
statistical differences in the features extracted, this suggests that CBF changes provoked by
apneas are traceable by means of REG recordings.
Bearing in mind the results of this investigation, and considering that other commonly
used techniques for CBF monitoring are expensive and/or invasive, the authors consider that
the application of nonlinear techniques to REG signals could allow the use of this technology
in clinical practice, once it is non-invasive and affordable.
Poincare´ of CBF signals for apnea detection
PLOS ONE | https://doi.org/10.1371/journal.pone.0208642 December 7, 2018 18 / 21
Acknowledgments
This work was supported by MINECO (DPI2017-89827-R) from Spanish Government.
CIBER of Bioengineering, Biomaterials and Nanomedicine is an initiative of ISCIII. This work
was also developed under the scope of the Industrial PhD program by the Regional Catalan
Government (DI-2015, Generalitat de Catalunya, Spain) in collaboration with Quantium
Medical S.L.U.
Author Contributions
Conceptualization: Carmen Gonza´lez, Erik W. Jensen, Pedro L. Gambu´s, Montserrat
Vallverdu´.
Data curation: Carmen Gonza´lez.
Formal analysis: Carmen Gonza´lez, Montserrat Vallverdu´.
Investigation: Carmen Gonza´lez.
Methodology: Carmen Gonza´lez, Montserrat Vallverdu´.
Project administration: Carmen Gonza´lez.
Software: Carmen Gonza´lez.
Supervision: Erik W. Jensen, Pedro L. Gambu´s, Montserrat Vallverdu´.
Writing – original draft: Carmen Gonza´lez.
Writing – review & editing: Erik W. Jensen, Pedro L. Gambu´s, Montserrat Vallverdu´.
References
1. Zauner A, Muizelaar JP. Brain metabolism and cerebral blood flow. Head Inj. 1997;90–9.
2. Bodo M. Studies in Rheoencephalography (REG). J. Electr. Bioimpedance. 2010; 1:18–40.
3. Montgomery LD, Montgomery RW, Guisado R. Rheoencephalographic and electroencephalographic
measures of cognitive workload: analytical procedures. Biol. Psychol. 1995; 40:143–59. PMID:
7647176
4. Lovett JWD, Barchha R, Lee RS, Little MH, Watkinson JS. Acute effects of ECT on the cerebral circula-
tion in man. A computerized study by cerebral impedance plethysmography. Eur. Neurol. 1974; 12:47–
62. https://doi.org/10.1159/000114604 PMID: 4411842
5. Moskalenko YE. Rheoencephalography: Past Popularity, Obvilion at Present and Optimistic Future. Int.
J. Adv. Life Sci. Technol. 2015; 2:1–15.
6. Kastrup A, Li T-Q, Glover GH, Moseley ME. Cerebral Blood Flow—Related SignalChanges during
Breath-Holding. Am. J. Neuroradiol. Am Soc Neuroradiology; 1999; 20:1233–8.
7. Kastrup A, Kru¨ger G, Neumann-Haefelin T, Moseley ME. Assessment of cerebrovascular reactivity with
functional magnetic resonance imaging: comparison of CO(2) and breath holding. Magn. Reson. Imag-
ing. 2001; 19:13–20. PMID: 11295341
8. Hoyer D, Schmidt K, Bauer R, Zwiener U, Kohler M, Luthke B, et al. Nonlinear analysis of heart rate and
respiratory dynamics. IEEE Eng. Med. Biol. Mag. IEEE; 1997; 16:31–9.
9. Dimitriev DA, Saperova E V, Dimitriev AD. State anxiety and nonlinear dynamics of heart rate variability
in students. PLoS One. Public Library of Science; 2016; 11:e0146131.
10. Voss A, Schroeder R, Heitmann A, Peters A, Perz S. Short-term heart rate variability—influence of gen-
der and age in healthy subjects. PLoS One. Public Library of Science; 2015; 10:e0118308.
11. Ebrahimzadeh E, Pooyan M, Bijar A. A novel approach to predict sudden cardiac death (SCD) using
nonlinear and time-frequency analyses from HRV signals. PLoS One. Public Library of Science; 2014;
9:e81896.
12. Hayashi K, Yamada T, Sawa T. Comparative study of Poincare´ plot analysis using short electroenceph-
alogram signals during anaesthesia with spectral edge frequency 95 and bispectral index. Anaesthesia.
Wiley Online Library; 2015; 70:310–7.
Poincare´ of CBF signals for apnea detection
PLOS ONE | https://doi.org/10.1371/journal.pone.0208642 December 7, 2018 19 / 21
13. Xiong A, Zhao X, Han J, Liu G. Application of the chaos theory in the analysis of EMG on patients with
facial paralysis. Robot Intell. Technol. Appl. 2. Springer; 2014. p. 805–19.
14. Son HJ, Jeong YJ, Yoon HJ, Park J-H, Kang D-Y. Visual and Quantitative Analysis Methods of Respira-
tory Patterns for Respiratory Gated PET/CT. Biomed Res. Int. Hindawi; 2016;2016.
15. Hoshi RA, Pastre CM, Vanderlei LCM, Godoy MF. Poincar{e´} plot indexes of heart rate variability: rela-
tionships with other nonlinear variables. Auton. Neurosci. Elsevier; 2013; 177:271–4.
16. Brennan M, Palaniswami M, Kamen P. Do existing measures of Poincare plot geometry reflect nonlin-
ear features of heart rate variability? IEEE Trans. Biomed. Eng. IEEE; 2001; 48:1342–7.
17. Karmakar CK, Khandoker AH, Voss A, Palaniswami M. Sensitivity of temporal heart rate variability in
Poincar{e´} plot to changes in parasympathetic nervous system activity. Biomed. Eng. Online. BioMed
Central; 2011; 10:17.
18. Goshvarpour A, Goshvarpour A, Rahati S. Analysis of lagged Poincare plots in heart rate signals during
meditation. Digit. Signal Process. Elsevier; 2011; 21:208–14.
19. Thakre TP, Smith ML. Loss of lag-response curvilinearity of indices of heart rate variability in congestive
heart failure. BMC Cardiovasc. Disord. BioMed Central; 2006; 6:27.
20. Koichubekov B, Riklefs V, Sorokina M, Korshukov I, Turgunova L, Laryushina Y, et al. Informative
Nature and Nonlinearity of Lagged Poincar{e´} Plots Indices in Analysis of Heart Rate Variability.
Entropy. Multidisciplinary Digital Publishing Institute; 2017; 19:523.
21. Claudia L, Oscar I, He´ctor P-G, Marco VJ. Poincar{e´} plot indexes of heart rate variability capture
dynamic adaptations after haemodialysis in chronic renal failure patients. Clin. Physiol. Funct. Imaging.
Wiley Online Library; 2003; 23:72–80.
22. Contreras P, Canetti R, Migliaro ER. Correlations between frequency-domain HRV indices and lagged
Poincar{e´} plot width in healthy and diabetic subjects. Physiol. Meas. IOP Publishing; 2006; 28:85.
23. Takens F. Detecting strange attractors in turbulence. Dyn. Syst. Turbul. Warwick 1980. Springer; 1981.
p. 366–81.
24. D’Addio G, Pinna GD, Maestri R, Corbi G, Ferrara N, Rengo F. Quantitative Poincare plots analysis
contains relevant information related to heart rate variability dynamics of normal and pathological sub-
jects. Comput. Cardiol. 2004. p. 457–60.
25. Woo MA, Stevenson WG, Moser DK, Trelease RB, Harper RM. Patterns of beat-to-beat heart rate vari-
ability in advanced heart failure. Am. Heart J. Elsevier; 1992; 123:704–10.
26. Hayashi K, Mukai N, Sawa T. Poincar{e´} analysis of the electroencephalogram during sevoflurane
anesthesia. Clin. Neurophysiol. Elsevier; 2015; 126:404–11.
27. Fraser AM, Swinney HL. Independent coordinates for strange attractors from mutual information. Phys.
Rev. A. APS; 1986; 33:1134.
28. Albano AM, Muench J, Schwartz C, Mees AI, Rapp PE. Singular-value decomposition and the Grass-
berger-Procaccia algorithm. Phys. Rev. A. APS; 1988; 38:3017.
29. King GP, Jones R, Broomhead DS. Phase portraits from a time series: a singular system approach.
Nucl. Phys. B-Proceedings Suppl. Elsevier; 1987; 2:379–90.
30. Abarbanel HDI, Brown R, Kadtke JB. Prediction in chaotic nonlinear systems: Methods for time series
with broadband Fourier spectra. Phys. Rev. A. APS; 1990; 41:1782.
31. Chen W, Wang Z, Xie H, Yu W. Characterization of surface EMG signal based on fuzzy entropy. IEEE
Trans. neural Syst. Rehabil. Eng. IEEE; 2007; 15:266–72.
32. Voss A, Fischer C, Schroeder R, Figulla HR, Goernig M, others. Segmented Poincare plot analysis for
risk stratification in patients with dilated cardiomyopathy. Methods Inf. Med. Schattauer Publishers;
2010; 49:511–5.
33. Piskorski J, Guzik P. Filtering poincare plots. Comput. methods Sci. Technol. 2005; 11:39–48.
34. Tulppo MP, Makikallio TH, Takala TE, Seppanen T, Huikuri H V. Quantitative beat-to-beat analysis of
heart rate dynamics during exercise. Am. J. Physiol. Circ. Physiol. Am Physiological Soc; 1996; 271:
H244—H252.
35. Karmakar CK, Khandoker AH, Gubbi J, Palaniswami M. Complex Correlation Measure: a novel descrip-
tor for Poincar{e´} plot. Biomed. Eng. Online. BioMed Central; 2009; 8:17.
36. Ng AY, Jordan MI. On discriminative vs. generative classifiers: A comparison of logistic regression and
naive bayes. Adv. Neural Inf. Process. Syst. 2002. p. 841–8.
37. Breiman L, Friedman J, Stone CJ, Olshen RA. Classification and regression trees. CRC press; 1984.
38. Cortes C, Vapnik V. Support-vector networks. Mach. Learn. Springer; 1995; 20:273–97.
39. Fan R-E, Chen P-H, Lin C-J. Working set selection using second order information for training support
vector machines. J. Mach. Learn. Res. 2005; 6:1889–918.
Poincare´ of CBF signals for apnea detection
PLOS ONE | https://doi.org/10.1371/journal.pone.0208642 December 7, 2018 20 / 21
40. Kira K, Rendell LA. A practical approach to feature selection. Mach. Learn. Proc. 1992. Elsevier; 1992.
p. 249–56.
41. Entezari-Maleki R, Rezaei A, Minaei-Bidgoli B. Comparison of classification methods based on the type
of attributes and sample size. J. Converg. Inf. Technol. Citeseer; 2009; 4:94–102.
Poincare´ of CBF signals for apnea detection
PLOS ONE | https://doi.org/10.1371/journal.pone.0208642 December 7, 2018 21 / 21
